INTroDuCTIoN
Continuous blood pressure monitoring during neuroendovascular procedures offers multiple advantages, including real-time hemodynamic monitoring and rapid treatment of blood pressure variations. Rapid treatment of elevated blood pressure is critical during endovascular treatment of intracranial aneurysms and arteriovenous malformations. Traditionally, continuous invasive blood pressure monitoring has been achieved with a percutaneous catheter, typically a radial arterial line (RAL). While a RAL can provide real-time blood pressure measurement, it does have several drawbacks. For example, the radial artery may have blood pressure that is lower than the true systemic blood pressure due to atherosclerosis and stenosis of the subclavian artery [1] [2] [3] and thus may prompt unnecessary augmentation of the blood pressure. Furthermore, RAL placement may cause significant discomfort for the patient. They are typically left in place for the postoperative period, even though continuous pressure measurement is no longer needed. RAL placement also poses added intraprocedural danger related to infection and vessel injury. 4 Finally, placement of a RAL can be time consuming, 5 resulting in delayed procedure-start times and longer total operative times, which increases perioperative risk of surgery. [6] [7] [8] [9] A potential alternative to the RAL is the pressure-sensing sheath (PSS; EndoPhys, Dallas, TX, USA) that can be used for continuous blood pressure monitoring during transfemoral endovascular procedures. The PSS is a simple 6 Fr, 10 cm sheath that incorporates a solid-state pressure transducer and is inserted just like a typical arterial sheath (figure 1). The PSS has been shown to provide reliable blood pressure measurement that is similar to that of a RAL. 10 It is possible that the use of a PSS could potentially save time and improve operating room (angiography suite) efficiency compared with placement of a RAL, which ultimately could result in improved patient safety. Furthermore, patients may prefer this approach as it avoids the wrist discomfort associated with RAL placement.
We hypothesized that the use of a PSS would result in faster procedure-start times compared with preprocedure placement of a RAL. We conducted a prospective study to compare times of the two approaches and additionally explored patient and anesthetist satisfaction, and costs associated with the RAL.
MeThoDs
We conducted a single-center, prospective, blockwise comparison of blood pressure monitoring with the PSS and an RAL (PSS+RAL group) versus use of the PSS alone (PSS-alone group). The primary endpoint was the length of time from entry into the operating room until start of the procedure, as defined by groin puncture. All procedures at our institution are performed in hybrid operating rooms with biplane angiography. Times were recorded by a study coordinator, who was physically present in the operating room throughout the procedure. Cases were included if general anesthesia and continuous blood pressure monitoring were necessary for the procedure, and if access to both the radial and femoral arteries was adequate. Exclusion criteria included: contraindication for RAL placement, hemodynamic instability, or if an ongoing need for invasive blood pressure monitoring postoperatively was anticipated (such as with aneurysmal subarachnoid hemorrhage). Informed consent was obtained from all participants prior to enrollment. The PSS is an FDA-cleared groin sheath that is similar to other arterial access sheaths, with the exception of a solid-state pressure-transduction system. 10 This allows continuous, invasive blood pressure measurement without the need for a gap between the sheath and the guide catheter, that is, a 6-Fr catheter can be used in a 6-Fr sheath. All PSS devices used in the trial were 6-Fr and 10 cm in length and all were provided by EndoPhys. An 8-Fr sheath is available (figure 1B) but was not used in this study.
New Devices
Patients were asked about their current level of pain in the wrist, maximum level of pain in the wrist, and if it was bothersome, on postoperative day 1 and at outpatient follow-up 2-4 weeks after discharge. The neuroanesthesia providers were asked to rate their satisfaction with the blood pressure reading from the sheath and if they felt that it matched the RAL (in the PSS+RAL group) or cuff (in the PSS-alone group). If there was a discrepancy, they were asked why they thought there was a difference. Anesthetists were also asked if any difficulty was encountered in RAL placement.
The cost of RAL placement was calculated based on the individual cost of all components, including equipment, professional fees, and use of ultrasound. The RAL is made by Arrow International (Teleflex, Wayne, PA, USA) and is charged at US$235.79 for the first device and US$67.79 for each subsequent device used in the same procedure. Additional necessary equipment included a transducer (US$7.98), tubing (US$12.06), drapes (US$2.23), gloves (US$1.47), saline bag (US$6.41), and a chlorhexidine swab (US$5.86). The cost for the non-pressure sensing femoral access sheath (Pinnacle, a division of Terumo Interventional Systems; Somerset, NJ, USA) was US$33.50. The professional fee was a standard US$168 for each RAL placement procedure, regardless of difficulty or time.
The dollar value of any additional time associated with RAL placement in the operating room was calculated as an opportunity cost, based on the assumption that additional availability of the room has value. This necessitates an estimate of the value of operating room time per minute, though these estimates vary greatly in the literature. [11] [12] [13] Based on estimates of otolaryngology (US$38/min), urology (US$22/min), 12 and cosmetic surgery (UD$62/min), 13 we chose a conservative estimate of US$2/min of operating room time.
resuLTs
Twenty patients were enrolled in the PSS+RAL arm and 20 in the PSS arm. Baseline characteristics did not differ between the two groups (table 1). In particular, there was no observable difference in the degree of femoral artery atherosclerosis, and the procedure type mix was similar between the two groups.
Placement of the PSS sheath in all 40 patients was successful. In general, the sheath behaves similarly to other arterial access sheaths. However, the PSS sheath does seem to benefit from a small skin incision at the puncture site prior to sheath insertion.
Case-start efficiency, as measured by the mean time from entry to the operating room until groin puncture, was 61.9 min (±SD of 14.0) in the RAL group and 51.2 min (±SD of 10.8) in the PSS-alone group (P=0.01). The difference between the means is 10.7 min, with a 95% CI of 2.7 to 18.7 min saved by avoidance of RAL placement. Comparison of median times and their distributions are seen in figure 2 , with a median of 58.5 in the RAL group and 48.5 in the PSS-alone group.
In general, the anesthesiology team was satisfied with the performance of the PSS. On a scale of 1 to 10, with 10 representing complete satisfaction, the median score for performance of the PSS was 8. Likewise, anesthetists felt that the PSS generally produced similar blood pressure measurements to the RAL or cuff, where discrepancies were noted in seven out of 40 cases (four in PSS+RAL and three in PSS alone). In discrepant cases, anesthetists generally felt that the difference was attributable to regional pressure differences between the arm and leg, and not due to malfunction of the device. Anesthetists also noted difficulty in placing the RAL in five of 20 cases (eight required the use of more than one RAL catheter).
Patients reported pain associated with RAL placement. Compared with the patients who underwent RAL placement, patients that had the PSS alone reported less pain, both immediately after the procedure and at 1 month (figure 3). Mean pain scale rating (0-10) for the maximum amount of wrist pain experienced postoperatively was 2.6 and at 1 month was 3.75 for RAL patients (n=19), whereas it was 0 postoperatively and 0 at 1 month for patients that received the PSS alone (n=18). Six of the 19 patients surveyed after RAL placement reported that the pain was bothersome.
The average cost for RAL placement was calculated based on device, equipment, and professional fees. The mean cost per patient was US$507.20, which accounts for six patients that required the use of a second RAL catheter and two patients that required the use of three RAL catheters. Based on a difference of 10.7 min in case-start efficiency, the opportunity cost of RAL placement was conservatively estimated to be US$267.50. Using a range of OR cost estimates from the literature, 12 13 the true value of this operating room time could range from US$235.40 to US$663.40. Thus, the total mean cost for RAL placement in the operating room prior to procedure start is approximately US$774.70, with a range of US$743 to US$1171 based on reported OR costs.
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DIsCussIoN
This study has shown that the use of a PSS for intraoperative blood pressure monitoring was faster than RAL placement by an average of over 10 min. The output of the PSS was generally reliable and resulted in less patient discomfort compared with placement of a RAL.
Increasing efficiency in the operating room is a common goal. [14] [15] [16] In particular, increased throughput can optimize the number of procedures performed daily, improve financial performance of the room, improve physician efficiency, and improve patient satisfaction and outcomes by reducing the length of time patients spend under general anesthesia. Our study shows that the use of a PSS instead of a RAL may result in an average time saving of over 10 min. In addition, we found that the time to place the RAL was variable, with an IQR of 13.75 min. In fact, several patients with RAL placement had delays to procedure start of over 80 min, whereas none of the PSS-alone group had such long delays.
Certain types of procedures are particularly time-critical. In particular, efficiency is critical in the endovascular treatment of acute ischemic stroke. 17 18 In this study, we only included patients undergoing elective procedures. However, the time savings demonstrated here could be applied to emergent procedures such as thrombectomy for stroke. In fact, given the need for swift treatment, many proceduralists forgo the placement of a RAL before thrombectomy and instead simply rely on blood pressure New Devices measurement via a cuff. However, given the critical importance of blood pressure and hemodynamic management in patients with acute ischemic stroke, real-time invasive blood pressure monitoring using a PSS would be helpful. Fortunately, an 8-Fr PSS has recently become available, however, its impact on emergent thrombectomy procedures has not yet been evaluated.
If RAL placement is part of the normal routine for acute stroke treatment, a time saving of over 10 min could be expected to result in improved functional outcomes. 17 19 20 But more importantly, the variability of the time required for RAL placement suggests that some stroke procedures could be delayed by over 80 min. This would certainly be expected to impact the rate of good functional outcome, potentially reducing the rate of good functional outcome by 7% to 30%. 17 21 The impact on patient pain and satisfaction should not be overlooked. Many studies have shown that pain is strongly linked to patient dissatisfaction. [22] [23] [24] In this context, one should first examine whether continuous, invasive blood pressure monitoring is necessary. If so, as it often is with complex intracranial cerebrovascular procedures, the use of a PSS may still provide the necessary physiological monitoring while avoiding patient discomfort. In this study, we found that 6/19 patients reported bothersome pain. Furthermore, the mean reported score for maximum pain actually increased from postoperative day 1 to outpatient follow-up at 1 month. This suggests that patients do not forget pain associated with their procedure, and thus their pain is likely to affect long-term satisfaction.
Anesthetist satisfaction is also important. Given the critical nature of hemodynamic factors during cerebrovascular procedures, an accurate and reliable blood pressure measurement is mandatory. A previous study has already shown the similarity between RAL and PSS blood pressure measurement. 10 The current study showed that, in general, anesthetists were satisfied with either the RAL or PSS. Discrepancies were noted in 17.5% of procedures, and these differences were felt to be due to regional pressure differences attributable to atherosclerotic stenotic disease. Perhaps more important than absolute value of blood pressure measurement is the detection of change, which was consistently reliable with both the RAL and PSS throughout this study. This may partly explain the high anesthetist satisfaction scores associated with use of the PSS.
Our financial analysis showed that the cost of RAL placement is not insignificant. Particularly in light of the time disadvantage associated with RAL placement, the use of the PSS may be justified in many situations. However, the precise estimate of operating room opportunity cost is highly variable and depends on many factors that may be unique to the institution. Furthermore, the cost of the equipment itself will vary greatly from institution to institution. With these limitations and our small sample size, a true cost-effectiveness analysis is far beyond the scope of this article. Nonetheless, the results here do provide a framework for individual institutions to perform their own cost analyses for approaches to intraoperative blood pressure monitoring during neuroendovascular procedures.
This study has limitations. While we have shown that additional time was necessary for RAL placement prior to procedure start, there may be idiosyncratic reasons for this such as placement of RAL in the OR rather than in the holding room. It was also an unblinded study, which could have had some effect on outcome measurement. The RAL cost analysis is also particularly limited, given that there is likely to be significant cost variability between institutions. There is also wide variation in estimates of operating room opportunity cost, and thus such calculations must be done at the institutional level.
